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In this thesis, instrumentation for a frequency-domain (FD) near-infrared spectroscopy (NIRS) device and for
multimodal brain measurements was implemented. Different techniques were applied to human and newborn lamb
brain studies. A method to detect light leakage in NIRS measurements was developed.
The FD instrument, developed at the Helsinki University of Technology was extended, by implementing 16
pseudo-differential preamplifiers for the analog-to-digital converters with a low noise and excellent interchannel
isolation. An instrumentation for a digital signal-processor based lock-in amplifier was also developed. Methods for
increasing the number of wavelengths and source positions in the imaging instrument were studied. A
second-generation source system with a fast fiber-optic switch and four high-power laser diodes with a low noise
temperature-stabilizing electronics was implemented. The imaging device was placed into a cabinet to enable its
portability. New detection and source fiber terminals were developed for multimodal brain studies.
The different versions of the imaging instrument were applied to four human brain measurements. In a breath-holding
and hyperventilation study, the effects of source-detector distance (SDD) and measurement wavelength on the contrast
of NIRS responses and the frequency content of signals were studied. Hemodynamic changes in the human brain
related to the changes in sleep stages were detected. The multimodal NIRS and electroencephalography measurement
setup was implemented and used to study the effects of baseline blood flow changes on the visually evoked
hemodynamic and neuronal responses. The feasibility of NIRS as a part of multimodal monitoring setup to detect
cerebral hemodynamic changes induced by iloprost and nitric oxide in the preterm lamb brain was also demonstrated.
The linearity of the FD measurement parameters as a function of SDD on the human forehead was studied. The
regression of phase measurement was observed to be sensitive to light leakage from source to detectors, much more
than the regression of modulation amplitude or average intensity measurement. Utilizing this observation, a method to
detect light leakage based on the pathlength measurement was developed. The contrast and depth sensitivity of NIRS
signals were shown to decrease in measurements where light leakage occurs.
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Työssä kehitettiin laitetekniikkaa ja menetelmiä taajuusalueen lähi-infrapunaspektroskopiaan (NIRS) ja
monimenetelmätutkimuksiin. Menetelmiä sovellettiin aivomittauksiin ihmisillä ja vastasyntyneillä lampailla. Työssä
kehitettiin myös menetelmä valovuodon havaitsemiseen otsamittauksissa.
Teknillisessä korkeakoulussa kehitettyä taajuusalueen laitetta laajennettiin toteuttamalla laitteeseen 16 vähäkohinaista
analogi-digitaalimuuntimen etuvahvistinta, joiden kanavien välinen ylikuuluminen on erittäin vähäistä. Työn aikana
kehitettiin signaaliprosessoritekniikkaan perustuva nelikanavainen vaihelukittu vahvistin. Taajuusalueen laitteen
aallonpituuksien ja lähdekanavien määrän lisäämiseen liittyviä tekniikoita tutkittiin. Työssä kehitettiin myös nopeaan
kuitukytkimeen ja neljään suuritehoiseen lämpötilasäädeltyyn laserdiodiin perustuva lähdejärjestelmä. Kuvantamislaite
asennettiin laitetelineeseen sen siirrettävyyden helpottamiseksi. Lisäksi lähde- sekä vastaanotinkuituihin kehitettiin
uudet päätteet monimenetelmäisiä aivomittauksia varten.
Kuvantamislaitteen eri kehitysversioita käytettiin ihmisillä neljässä aivotutkimussarjassa. Lähde-ilmaisinetäisyyden ja
mittausaallonpituuden vaikutusta signaaleihin ja signaalien taajuussisältöä tutkittiin ylihengitys- ja
hengityksenpidätysmittauksissa. Otsamittauksissa havaittiin unitasoihin liittyviä hemodynaamisia muutoksia. Työssä
kehitetyllä järjestelmällä tutkittiin aivojen verenvirtauksen perustasonmuutosten ja näköärsykkeillä synnytettyjen
hemodynaamisten tai sähköisten vasteiden välisiä yhteyksiä. Osana monimenetelmäistä monitorointijärjestelmää
NIRS:llä mitattiin myös hengitetyn iloprostin ja typpioksidin synnyttämiä hemodynaamisia muutoksia vastasyntyneen
lampaan aivoissa.
Työssä tutkittiin myös taajuusalueen mittausparametrien lineaarisuutta otsamittauksissa. Vaihemittauksen havaittiin
olevan selvästi herkempi ilmaisemaan mahdollisia valovuotoja kuin intensiteetti- tai amplitudimittaus. Tähän
havaintoon perustuen työssä kehitettiin menetelmä valovuotojen havaitsemiseen. Signaalien kontrastin ja
syvyysherkkyyden osoitettiin laskevan selvästi mittauksissa, joissa havaittiin valovuotoa.
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11 Introduction
Medical near-infrared spectroscopy (NIRS) utilizes near-infrared (NIR) light (650 -
950 nm) to study the oxygenation and hemodynamics of tissue non-invasively [1]. In
a typical setup, NIR light is delivered to tissue using optical ﬁbers and detected a few
centimeters from the point of illumination. Traditionally, NIRS has been applied to
monitor local changes in the concentrations of oxy- ([HbO2]) and deoxyhaemoglobin
([HbR]), which are the two strongest NIR light absorbers in most tissues [2]. These
parameters are related to physiologically interesting phenomena such as changes in
blood oxygenation and volume [1–5].
In addition to absorption, scattering aﬀects on the propagation of NIR light in tis-
sue. In fact, scattering is more than ten times more probable than absorption in
typical tissues so that accurate quantiﬁcation of [HbO2] and [HbR] becomes a chal-
lenging problem. By measuring the attenuation of light in tissue, relative changes in







be derived. Single and few-channel NIRS devices have already been used in clinical
practice to monitor, e.g., brain oxygenation [6–9]. However, further improvements
in quantiﬁcation accuracy and measurement reliability are needed before NIRS is
adopted in wide-scale as a routine cerebral monitoring method [10–12].
Scattering increases the mean pathlength of photons traversed through tissue. If
both the mean pathlength and the attenuation of light are measured, the absorption
and scattering properties of medium can be separated, which improves the quantiﬁ-
cation accuracy of NIRS [13]. Using the frequency-domain (FD) or the time-domain
(TD) technique, a mean photon pathlength can be measured [13]. During the last
10 years the development of multichannel instruments has opened up possibilities
for imaging applications as well [6, 14–17].
Multimodal monitoring and imaging is a rapidly growing area of research and clinical
practice [18–22]. Diﬀerent techniques provide somewhat diﬀerent anatomical and
physiological information with their beneﬁts and limitations so that an integration
of techniques usually provides more comprehensive data. Electroencephalography
(EEG), for instance, measures mainly the electrical activity of neurons in the brain,
but is not very sensitive to hemodynamic changes [23]. NIRS is, in contrast, cur-
rently the only technique providing a possibility for a bedside monitoring of brain
oxygenation and hemodynamics with a sub-second temporal resolution. In many
ways NIRS is an optimal method for multimodal measurements because light does
not interact with the electromagnetic signals used in the other brain measurement
methods.
2Objectives of the thesis and an outline of the overview
In Sect. 2, the background of NIRS methods and techniques are brieﬂy described.
Publication I provides a detailed review especially emphasizing imaging approaches.
This thesis had three objectives. The ﬁrst objective was to expand the existing
FD instrument by increasing the number of detector and source channels and mea-
surement wavelengths. In Sect. 3 of this overview, the author’s contributions for
implementing the FD instrument and multimodal techniques for NIRS studies are
described. Other main objectives were to apply the FD instrument and NIRS meth-
ods to multimodal brain studies and to develop a novel method to detect a source
coupling error in a forehead NIRS measurement.
Four diﬀerent studies using our FD instrument and NIRS methods for human and
newborn lamb brain measurements were carried out (see Sect. 4). The eﬀects of
instrumental parameters on the sensitivity to detect hemodynamic changes induced
by breath holding and hyperventilation were tested. Changes in [HbO2] and [HbR]
during a natural sleep were also measured with our FD instrument. Relationships
between the baseline blood ﬂow and visually-evoked hemodynamic and neuronal
responses in a multimodal NIRS-EEG setup were studied. Sect. 4 concludes with a
multimodal monitoring study of newborn lamb, in which a commercial CW NIRS
monitor was used.
The linearity of FD measurement parameters as a function of source-detector dis-
tance (SDD) detected on the human forehead is studied (see Sect. 5). Based on the
loss of regression of phase data, a method was developed to detect an error in the
coupling between a source ﬁber and tissue. The method is applied to investigate
the eﬀects of such coupling errors on the contrast, noise and depth sensitivity in a
multichannel FD NIRS measurement. The discussion of the most important results
and the closing remarks of this thesis are presented in Sect. 6.
32 Methodological and theoretical issues of NIRS
2.1 Tissue optics and physiology
Light absorption of water is rather low below 950 nm. However, approximately 70−
80% of tissues is water, so it has still some contribution to the NIR light absorption.
On the other hand, light absorption of haemoglobin, especially [HbR], decreases
at wavelengths above 650 nm. Therefore, using light at this wavelength range it
is possible to detect signals through several centimeter thick tissues. Furthermore,
HbO2 and HbR have clearly diﬀerent absorption spectra at NIR wavelengths making
it possible to optically examine the oxygenation of blood and tissue [2,24,25]. Other
oxygenation-dependent absorbers such as cytochrome oxidase (Cyto-Ox) have also
been studied with NIRS but its contribution to NIRS signals is relatively small and
more diﬃcult to detect [26, 27].
When a photon is absorbed in tissue, its energy is converted into thermal energy.
This heating eﬀect is rather low, even lower than the increase of tissue temperature
due to sunlight during a sunny day [28]. In addition, NIR light does not have any
ionizing eﬀects so the technique is generally safe. This makes long-term and repeated
measurements possible. Absorption in tissue is characterized using an absorption
coeﬃcient µa, which is a product of the concentration and the speciﬁc extinction
coeﬃcient α of the absorber. Because tissue consists of several absorbers, the total
µa is a sum over µa of all individual absorbers.
The Beer-Lambert law states that in a non-scattering medium the attenuation of







= µa · L, (2.1)
where I0 is an incident light and I detected light intensity. From this relationship,
using measurements at several wavelengths the concentration changes of HbO2 and
HbR in tissue can be derived (see Subsect. 2.3).
Even though the most interesting physiological information in NIRS signals is related
to the light absorption in haemoglobin, elastic scattering is a dominant process that
aﬀects the propagation of NIR light. Due to this diﬀuse nature, NIRS imaging
is known as diﬀuse optical imaging [Publication I]. The scattering is characterised
with an eﬀective (or reduced or transport) scattering coeﬃcient µ′s. If the scattering
is isotropic, the inverse of scattering coeﬃcient represents the mean free path of
a photon between two sequential scattering events. Also, scattering changes take
4place in tissues [29,30]. However, they are assumed to be relatively small compared
to absorption changes. Furthermore, the physiological interpretation of scattering
changes is diﬃcult. Diﬀerences in µ′s can be observed, e.g., in imaging applications
between diﬀerent anatomical structures [31, 32]. Fortunately the µ′s and µa of skull
are low enough to enable the investigation of cerebral tissue through the intact scalp.
Hemodynamic signals and their interpretation
Haemoglobin carries oxygen from lungs to peripheral tissues. When tissue is acti-
vated, the nutrient and oxygen consumption in cells is increased. The blood ﬂow is
therefore increased in the activated areas by several controlling pathways [33–36].
The coupling between cellular and hemodynamic mechanisms forms the base of
functional studies with NIRS [3, 34, 37]. During a typical hemodynamic response,
[HbO2] increases and [HbR] decreases within a couple of seconds after the increase
of cellular activity. When a stimulus or task is completed the [HbO2] and [HbR]
return close to their initial levels typically within 5-10 s [38]. With functional mag-
netic resonance imaging (fMRI) the blood oxygen level-dependent (BOLD) signal is
measured, which reﬂects changes only in [HbR] [39–42]. Diﬀerent areas of the brain
are specialized to diﬀerent kinds of cognitive processes and to control diﬀerent body
functions. Measurements at several locations make it possible to localize the brain
areas which are mostly activated.
NIR light probes tissue volume that contains blood in arteries, veins and capillaries.
Roughly two third of blood is in veins and most of the oxygen is extracted to tissue
in capillaries. NIRS signal is assumed to be a weighted average of the [HbO2]
and [HbR] in all these three compartments [43, 44]. Furthermore, diﬀerent vascular
phenomena can create similar and often temporally overlapping changes in NIRS
signals. An increase in blood volume increases both [HbO2] and [HbR], whereas an
increase in blood ﬂow and a decrease in oxygen consumption increases [HbO2] and
decreases [HbR]. An increase in oxygen consumption creates opposite changes [45].
In addition, changes of blood ﬂow and volume are coupled non-linearly [46, 47].
Therefore, the interpretation of NIRS signals is often challenging and may require
additional knowledge or approximations on investigated physiological systems [48,
Publication III, Publication V].
2.2 Measurement techniques and instruments
In the continuous wave (CW) measurement, the attenuation of light in tissue is
measured. The ﬁrst NIRS instruments as well as most of the current commercial
5instruments are still based on the CW technology [1, 6, 49]. CW instruments are
typically less expensive and less complex than FD or TD instruments. Using mul-
tichannel conﬁgurations, also quantitative values such as tissue oxygen saturation
can be derived [7, 9, 50].
The TD method is the most advanced NIRS technique [15, 16]. In this method,
pico-second long light pulses are emitted into tissue and the time-of-ﬂight distribu-
tion of detected photons is measured, from which a temporal point spread function
(TPSF) can be determined. The mean value of TPSF is directly proportional to the
mean pathlength of photons and the area to the intensity of detected light [51–53].
The TD technique makes it also possible to select photons which have propagated
through diﬀerent depths in tissue by accepting photons only in a restricted time
window [54, 55]. This procedure, however, decreases the overall signal-to-noise ra-
tio (SNR) of TD measurement, because some of the detected photons are rejected.
This can be compensated by increasing the measurement time. In general with the
TD technique, the lowest light detection limit among all NIRS techniques can be
achieved.
In the FD technique, light intensity-modulated at radio-frequency (> 50 MHz) is
delivered into tissue. The average intensity (IDC), the modulation amplitude (IAC),
and the phase shift (φ) with respect to the incident phase are measured [56,57]. The
φ measurement is directly proportional to the mean pathlength of photons in tissue
at frequencies < 200 MHz [58]. If IAC and φ are measured at all the frequencies,
the same information can be obtained with the FD and TD techniques [59, 60].
This approach, however, increases the complexity and measurement time of a FD
instrument and may decrease its dynamic range and repeatability. In addition,
only a single frequency measurement of IAC and φ is needed to resolve the µa and
µ′s independently in an object [61]. This was one of the main reasons to select a
single-frequency FD technique in our project.
The measurement instrument attenuates and produces temporal delays in the emit-
ted and detected signals. When only relative changes in signals are measured, these
instrumental responses are cancelled out provided that they are temporally con-
stant [62]. However, if the absolute values are to be studied, the instrument has to
be calibrated to remove the instrumental eﬀects on the measurement variables [63].
Often, the calibration has been realized using a reference phantom with known op-
tical properties and a geometry similar to that of the object under study [64–66].
In those cases the relative changes upon the known reference values are measured.
In an other approach all instrumental responses are determined in independent cal-
ibration measurements and corrected so that the instrument can provide directly
absolute quantities [67, Publication II]. In this thesis, we utilize our independent
6calibration procedure to obtain absolute φ values from the human forehead.
A review by Chance et al reports the state-of-the-art of FD techniques of late 1990’s
and gives valuable advice and lists some challenges in the implementation of FD
system [57]. A review by Wolf et al lists recently developed scientiﬁc and commercial
NIRS instruments [6]. Some recent FD systems are designed for special applications
such as for optical mammography [59, 68, 69] or for the imaging of ﬁnger joints
[70]. In addition, several FD systems designed mainly for the monitoring of brain
function have only a single channel [71–74] or few channels integrated in a special
measurement probe [4]. Recently, a multi-frequency tomographic system based on
a network analyzer has also been reported [60].
A recent comparison between our FD instrument [Publication II] and a state-of-the-
art TD system [16] revealed some advantages of the FD measurement technique [75].
It provides IAC and IDC data with considerably better SNR and reproducibility
with less expensive instrumentation than the TD technique. The IAC and IDC
signals generally provide better contrast to hemodynamic changes than the φ signal
[Publication III]. The FD technique then gives the same physiological information
as the TD technique in shorter measurement time, which is a clear beneﬁt in several
activation and monitoring studies [76–79].
In Publication I the measurement principles, the basic structures of instruments,
the detector and source techniques and calibration procedures of all three NIRS
methods are summarized in more detail.
2.3 Modeling of NIRS signals
Typical NIRS models, such as the modiﬁed Beer-Lambert law, neglect temporal
variations in scattering in which case light attenuation changes are only due to
changes in absorption [25,51,80,81]. This model also assumes a homogeneous tissue
and that the absorption changes occur uniformly in a probed volume, which may
not be true in most of physiological measurements [82].
Typically, at least two measurement wavelengths are used in NIRS. In addition, all
the absorption changes are often assumed to be caused by the changes in [HbO2] and
[HbR]. Using the above mentioned simpliﬁcations, the relative changes in signals















7where ∆Aλi is the logarithmic change in IDC or IAC at wavelength λi with respect
to some arbitrary baseline, DPF is the diﬀerential pathlength factor, and α a 2×M
matrix containing the speciﬁc extinction coeﬃcients of absorbers at diﬀerent wave-
lengths [2]. In all studies of this work, the extinction coeﬃcients were taken from [2].
The mean pathlength of photons in tissue can be written as SDD ·DPF . The ob-
jectives of the thesis were mostly on instrument and methodological development,
so that this simple but widely used model was utilized in the brain studies.
Beyond the modiﬁed Beer-Lambert law, more advanced approaches have been de-
veloped to model the light propagation in tissue and to derive quantitative values
for physiological parameters. The most common light propagation model in diﬀuse
optical imaging is the diﬀusion equation (DE). In some simple geometries DE can
be solved even analytically [58,83,84]. Based on such analytical solutions, spatially-
resolved techniques utilizing measurements at several SDDs have been employed
to solve the ratio of µa and µ
′
s [50]. With the frequency- or time-resolved tech-
niques utilizing also the pathlength measurement, the absolute values of µa and µ
′
s
can be derived [83, 85, 86]. With some further approximations, absolute values of
[HbO2] and [HbR] can be determined from µa [4, 87, 88]. In optical topographic
imaging, two-dimensional maps, typically without depth information, are straight-
forwardly interpolated [89]. These techniques, however, suﬀer from, e.g., partial
volume eﬀects [82]. If an object contains layers with distinguishable optical proper-
ties, multilayer models can be applied [90–92]. To resolve continuous distributions
quantitatively, optical tomographic imaging techniques are required [93]. Light prop-
agation models and image reconstruction approaches in diﬀuse optical tomography
are reviewed in more detail in Publication I. Our FD instrument has been shown to
provide appropriate data also for three-dimensional absolute tomographic imaging
[Publication II].
2.4 Couplings between multimodal measurement parameters
Changes in heart rate (HR) typically increase the cardiac output, which may lead
to an increase in cerebral blood ﬂow and volume [48, Pulication III]. These ﬂow
changes can be detected, e.g., using Doppler ultrasound measurement on the carotid
artery [94, Publication V]. If the arterial oxygen saturation (SaO2) decreases, it
can also decrease the total cerebral tissue oxygen saturation [95]. This thesis will
show that changes in these systemic circulatory parameters can induce changes
in NIRS signals [Publication III]. On the other hand, NIRS makes it possible to
directly monitor hemodynamic and oxygenation changes from the cerebral tissue
which are not necessarily coupled to systemic circulation parameters [Publication
V]. If EEG is used to monitor the sleep stages with a simultaneous cerebral NIRS
8measurement, the hemodynamic changes related to the level of consciousness can
be studied [96–98, Publication III]. Also, if baseline blood ﬂow is changed during
simultaneous NIRS-EEG measurements of stimulus-evoked responses, links between
these neuronal and hemodynamic processes can be investigated.
In addition to cerebral studies, NIRS has been applied extensively to study the
function of skeletal muscles and to optical mammography [Publication I].
93 Instrumentation
When this work started, a single source- and detection-channel and a single wave-
length FD instrument had been developed [74]. The goal of our group was to imple-
ment a multichannel instrument capable of measuring the mean photon pathlength
with good accuracy and simultaneously providing as good SNR as possible to detect
physiological signals in tissue with a sub-second temporal resolution.
The FD instrument was extended ﬁrst from 1 to 16 time-multiplexed source channels
and to 4 [99] and afterwards to 16 parallel detection channels [Publication II]. The
second measurement wavelength was included to enable spectroscopic studies [Pub-
lication II] and afterwards four laser diodes were integrated in the system [100]. The
original articles of this thesis do not include the detailed descriptions of any imple-
mented parts of FD system or other instrumentation reported in Subsects. 3.2−3.7.
3.1 Operation of the frequency-domain imaging instrument
The structure of the current version of our FD instrument is shown in Fig. 3.1. The
instrument has been designed and implemented in the Laboratory of Biomedical En-
gineering (at present the Department of Biomedical Engineering and Computational
Science) at the Helsinki University of Technology mainly by four group members.
During 2002 it was moved to the BioMag Laboratory located at the Helsinki Univer-
sity Central Hospital to enable its performance testing in neonatal and adult brain
measurements.
The instrument includes four temperature-stabilized laser diodes modulated at 100-
MHz frequency. The diodes are biased with current sources and modulated with
a general-purpose signal generator. The RF shielded package including the diode,
a reactive matching circuit, and a negative-temperature-coeﬃcient (NTC) resistor
is surrounded with peltier-elements and heat-sinks. The peltier-elements and NTC
resistors are part of the temperature-stabilizing system of the laser diode (Sub-
sect. 3.4.2).
A 4×1 ﬁber-optic micro-electro-mechanical-system (MEMS) switch (Subsect. 3.4.1)
is used to select a single source wavelength and a 1×16 MEMS switch a single source
position active at a time. Light is delivered to the surface of an object through a 100-
µm optical ﬁber and collected using ﬁber bundles with a 2.5-mm active diameter.
The light signal is detected using 16 parallel photo-multiplier tubes (PMT) encased
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Figure 3.1: Block diagram of the current structure of the FD instrument.
The measured signal (RF) is ampliﬁed in two stages and mixed with a local radio-
frequency signal (LO) to produce a 5-kHz signal. The LO signal is generated by a
voltage-controlled crystal oscillator (VCXO) and divided by two power splitters. The
mixer output is low-pass ﬁltered (f−3dB ∼ 1 MHz) and guided into an intermediate
frequency (IF) ampliﬁer (see Subsect. 3.2), which is the preampliﬁer for an analog-
to-digital (A/D) converter. The signals are sampled with two parallel 8-channel
data acquisition cards using a 20-kHz sampling frequency.
The heterodyne measurement technique with a phase-lock loop (PLL) and a digital
lock-in ampliﬁer (DLIA) with a 5-kHz reference signal ensure a high measurement
accuracy [74, 99]. The PLL feedback loop consists of the VCXO, a phase detector
and a low-pass ﬁlter. The PLL circuit is controlled by a reference signal from the
DLIA and a signal from another mixer. From these two signals, the PLL circuit
with a low-pass ﬁlter in its output generates a control voltage for the VCXO. The
PLL adjusts the frequency diﬀerence between the VCXO and the signal generator
(F1) to be the same as the reference frequency. Then the phases of the measurement
and the DLIA reference signals become synchronized. After a measurement, the IAC
and φ diﬀerence of the sampled IF signals with respect to the reference signal are
calculated in PC using a DLIA algorithm. In the heterodyne technique, the IAC
and φ of detected RF signal are directly proportional to those of the measured IF
signal.
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The anode current is also low-pass ﬁltered and ampliﬁed. This signal measured
using a data acquisition card is directly proportional to the IDC of detected light.
The PMT high voltages (HV) are adjusted using an analog output board (National
Instruments, PCI-6704). If too high an anode current is used, an intra-channel
phase-amplitude crosstalk is generated inside the PMT. The anode current can be
controlled by changing the HV (or gain) of PMT. A crosstalk can be eliminated,
if the anode current is kept below 70 nA [Publication II]. Therefore a prescan is
carried out before each measurement to adjust optimal HV values for each source-
wavelength-PMT combination. This way the gain is maximized in PMTs without
causing crosstalk. This implementation makes it possible to measure phase and
amplitude independently with a high dynamic range (approximately 1:106) and low
noise ﬂoor.
3.2 Design and implementation of preampliﬁers
16 parallel IF preampliﬁers were designed and implemented [100]. The preampliﬁers
should amplify the 5-kHz IF signals ∼ 65 - 105 dB and ﬁlter the out-of-band noise
before A/D conversion. To improve the SNR, the noise level of each sequential
ampliﬁcation stage has to be lower than that of a preceding stage. The ampliﬁers
should not have a detectable inter-channel crosstalk either.
The preampliﬁers are placed in two identical aluminium cases each containing eight
preampliﬁers. The preceding mixers are shielded in a separate case. The cases
provide relatively stable but somewhat diﬀerent ground potentials for those circuits.
A proper decoupling was required to minimize possible ground loops between the
sequential electronics. The input of A/D converter board included a multiplexer
with a 100 pF capacitance between adjacent channels. No capacitive components
were included in the output of the ampliﬁer circuit because additional capacitance
would increase the discharge time of multiplexer producing unnecessary crosstalk
between the adjacent A/D converter channels.
The ﬁnal implementation includes three sequential operational ampliﬁers (OP AMP)
in a non-inverting conﬁguration. The ﬁltering is realized with 2nd-order resistor-
capacitor (RC) band-pass ﬁlters between sequential ampliﬁcation stages (see Fig. 3.2).
A precision OP AMP (Analog Devices, OP27) with a low noise (3nV/
√
Hz) and in-
put oﬀset voltage (∼ 30 µV), high common-mode rejection ratio of ∼ 120 dB and
relatively large gain-bandwidth production (8 MHz) was selected.
Resistances in a kΩ range were used to reduce the leakage currents from the sig-
nal paths to the ground. The ﬁrst two ampliﬁer stages have a ﬁxed ampliﬁcation
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Figure 3.2: The block diagram of the ﬁnal layout of preampliﬁer.
diﬀerential input stage was used to disconnect ground loops between the cases. This
was implemented by grounding the ﬁrst ampliﬁer through an additional 10 Ω resis-
tor. The ground voltage of the mixer case was isolated from the preampliﬁer case
and connected directly to the other end of the 10 Ω resistor. The ﬁrst OP AMP
then ampliﬁes the voltage diﬀerence between the signal and the ground of the mixer
case.
A two-layer printed circuit board (PCB) was designed using the PowerPCB program
(Mentor Graphics). The electronics were assembled using the Philips ACM Micro
assembly machine in the Laboratory of Electronics Production Technology at the
Helsinki University of Technology.
3.2.1 Noise and crosstalk measurements
The output noise and interchannel crosstalk were measured to evaluate the perfor-
mance of preampliﬁers. The noise measurements were carried out in two cases: the
RF ampliﬁers following the PMTs were turned oﬀ and on. The ampliﬁcations were
set between +80− 87 dB, which corresponds to normal operation of preampliﬁers.
When the RF ampliﬁer is oﬀ the positive input of preampliﬁer is grounded through
the 50 Ω resistors inside the preceding mixers to the ground of mixer case. The noise
of preampliﬁers would have been ∼ 5 – 10% lower if the positive inputs of pream-
pliﬁers were directly short-circuited to their own ground potential. When the RF
ampliﬁers were switched on their output noise was added to the measured signals.
When the PMTs were switched on with zero HVs no increase in noise of the RF
ampliﬁers outputs were observed so the PMTs were switched oﬀ in all measurements.
The noise levels were measured using a digital oscilloscope (LeCroy, Waverunner).
The standard deviation (STD) of signals was measured ﬁve times. When the RF
ampliﬁers were turned oﬀ, the range of mean noise levels was 24.4 − 50.6 mV and
when turned on it was 236.7 − 108.7 mV. This means that the preampliﬁer noise
level is ∼ 4 to 5 times lower than the output noise of the RF ampliﬁers.
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To reveal possible interchannel crosstalk, the 5-kHz signal with an eﬀective am-
plitude of 40 mV from a generator (HP-33120A, Hewlett-Packard) was fed into a
preampliﬁer while the other preampliﬁers were connected to the preceding mixers.
The measurement signal was attenuated with three sequential -20 dB attenuators
(SAT-20, Mini-Circuits). A SR810 DLIA (Stanford Research Systems) with a 1-s
time constant and a maximum sensitivity setting could not detect any interchannel
crosstalk. In a typical measurement, the eﬀective amplitude of the active channel
is 3.2 V and the noise level of these measurements overwhelming the crosstalk was
∼ 0.04 mV. Therefore the crosstalk has to be at least 98.1 dB lower than the active
channel signal.
3.3 Digital lock-in ampliﬁer
During the development of the FD instrument, a four-channel DLIA based on the
digital signal processor (DSP) technology was developed [99]. A four-channel A/D
converter board was designed to extend a commercial DSP evaluation board (ADSP-
21065L EZ-LAB, Analog Devices). The A/D converter board includes approxi-
mately 150 components and 800 connection pads. The noise level of the ﬁnal im-
plementation is -86 dB whereas the maximum reachable noise ﬂoor of the designed
system would have been ∼ -88 dB. A LIA program was written using an assembly
language of DSP (ADSP-21065L SHARC, Analog Devices). The necessary electron-
ics were designed to integrate the DLIA with the FD instrument and it was used as
a part of the instrument during a four-channel conﬁguration.
3.4 A four-wavelength source system
NIRS applications generally utilize at least two wavelengths. Our ﬁrst source system
contained two 5-mW laser diodes with temperature stabilizers, current sources, and
a 1×2 prism and 1×16 moving-ﬁber switch (DiCon Fiberoptics, Inc.) to select the
active wavelength and source position [Publication II]. During this work the control-
ling software and connection electronics were implemented to enable the wavelength
and source multiplexing [99].
The two-wavelength system required improvements. The ∼ 20-Hz maximum switch-
ing frequency for wavelength data needed to be increased to make it possible to
measure blood pulsation signals with a better temporal accuracy [48, 101, Publica-
tion III]. The 1×16 source switch was also slow (switching time > 300 ms) making
it impractical for most physiological applications. The 1×2 prism switch produced
a disturbing switching sound. PCBs of the temperature stabilizers were unnec-
essarily large including some grounding and stability problems and required two
14
external voltage sources. A higher laser power than ∼ 5 mW was desired for most
applications improving SNR. Some applications also beneﬁt from more than two
wavelengths [Publication I] leading to the design of a new four-wavelength source
system [100].
3.4.1 Wavelength and source switches
A source switch was desired consisting of at least 16 channels with a maximum
switching time of ∼ 10 ms. The inter-channel crosstalk was required to be ≤ -80
dB, the switch should have low losses and should not add noise to the measured
signals. In addition, the switch should be silent because the instrument was aimed
to be used in auditory activation studies. Possible solutions compared included an
own implementation, e.g., based on an optical coupler and camera shutters or a fast
servo motor and a rotating small mirror [17], mechanical moving ﬁbers or prisms,
liquid crystal, acousto-optics, electro-optics, magneto-optics, and piezo switches. A
switch based on the MEMS technology provided the best combination of the required
features although its inter-channel isolation was only moderate [100]. Because the
isolation was not a critical parameter in wavelength switching, a 1×4 MEMS switch
(Opneti Communications Co) was purchased for that purpose and for testing. To
control the switch a code using the two data bits from a PC parallel port was written.
The inﬂuence of 1×4 MEMS switch to the short-term repeatability of the FD instru-
ment was tested. The amplitude and phase data were recorded from a homogeneous
polyester resin phantom having optical properties similar to those of living tissue.
In all measurements, the wavelengths of 760 and 830 nm with the highest optical
powers available (6.4 and 8.4 mW) and a single channel with a ∼ 2-cm SDD were
used. An HV of 275 V was set to the PMT, resulting in an anode current close to 70
nA. The ﬁrst ∼ 60 s of reference data were measured at both wavelengths without
switching. Then the signals were measured while switching the two wavelengths at
10-ms and 100-ms intervals. Finally, all four channels were switched at 100-ms in-
tervals. The results indicated that the MEMS switch did not induce any detectable
noise into the signals.
The inter-channel isolation of the switch was also studied. In those measurements,
light from the 785-nm laser was coupled to one of the output ﬁbers of the switch
and passive channels were measured using the FD instrument. The light attenuation
in the measurement setup was determined separately using an optical power meter
(Thorlabs, Model S20MM). The isolation was derived as the ratio of the optical
power in the passive channel to that in the active channel, where the attenuation
of the measurement setup was taken into account. The optical power in the passive
channel was determined from the average value of anode current, the HV, and the
15
sensitivity factor of the PMT. The highest crosstalk of -65.0 – -65.2 dB was detected
from channel 4 to channel 1 in two separate measurements. Otherwise the level of
crosstalk varied between -76.0 – -110.0 dB having mean ± STD = -83.0 ± 13.9 dB.
Afterwards, a 1×17 MEMS switch (Opneti Communications Co) including 16 active
and 1 oﬀ channel was integrated into the new source system [102].
3.4.2 Laser diodes, their current sources and temperature stabilizers
Two 100-mA current supplies were implemented to bias the laser diodes so that
their modulation with a RF signal becomes possible. The operation of the supplies
is based on the feedback loop of an ultra-low noise OP AMP (LT1028, Linear Tech-
nology) which is connected to an n-channel MOS transistor (VN0300L, Siliconix
Incorporated) [103]. The advantages of such supplies include low noise and good
temperature stability.
To ensure intensity and wavelength stability the laser diodes must be temperature
stabilized. The design of the stabilizing electronics is based on its previous im-
plementation (Fig. 3.3) [74]. The goal was to accomplish a more compact PCB
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Figure 3.3: Block diagrams of a) adjustment and b) measurement section of the
temperature stabilizers implemented in this work.
cuit consisted of separate sections for adjusting and measuring temperatures. The
power OP AMP (LM675T, National Semiconductor) of the adjustment loop forms
a simple current supply. It provided a control current for four peltier elements
(MI1010T, Marlow Industries) connected in series in the RF shielded housing of the
laser diodes. The temperature changes inside the housing were detected with a NTC
resistor (GM472W, Thermometrics) in a bridge connection of equal value resistors.
The voltage diﬀerences across the bridge were ampliﬁed with instrumentation am-
pliﬁer (INA118P, Texas Instruments) and sampled with a data acquisition board.
The control current level was adjusted with a digital feedback algorithm through
the data acquisition boards [104].
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The adjustment loop of the previous implementation was not stable across the whole
control voltage range. The circuit was redesigned to operate stably providing as
much output current to the load as possible. The return paths of the power OP
AMP were designed, the resistances were reselected, and smoothing capacitors were
added in the peltier adjustment loop. In the new design a single ±15 V power
terminal with a ground connection was delivered to the PCB. The diﬀerent supply
voltages for the measurement and adjustment sections were regulated inside the
board. A special eﬀort was made to isolate the supply voltages between the sections
and to stabilize them inside the sections. In addition, a particular emphasis in the
design of the PCB was given to the grounding and the placement of components.
The possibility that a ground noise from the adjustment loop could couple to the
measurement section was to be minimized. The size of the new PCB is about one
fourth of that of the previous one while it contains twice as many components.
The noise level of the stabilizer circuits was determined by measuring the root-
mean square (rms) of the INA output voltage with respect to the ground with
an oscilloscope (9361C, LeCroy). For these measurements the NTC resistors were
replaced with 4.7-kΩ low-noise metal-ﬁlm resistors. The noise levels of all four
stabilizer boards were between 0.36 - 0.39 mVrms, which is close to the theoretical
input noise level of the A/D converter boards (∼ 0.22 mVrms).
Possible crosstalk between adjustment and measurement sections were determined
as well. Instead of the NTCs, the same 4.7-kΩ resistors were used here as well.
The adjustment circuits were sequentially run using a 1-kHz control voltage from
a signal generator (HP-33120A, Hewlett-Packard). Signals above 1 kHz are eﬃ-
ciently attenuated in the input ﬁlter of the adjustment loop so that they were not
analysed. A control signal close to a saturation level was used. The power spectra
from the outputs of the INAs at 1 kHz as well as the background noise levels were
measured with the oscilloscope. When the replacement resistor was attached di-
rectly to the terminal block of the temperature-measurement circuit, the magnitude
of crosstalk was between -75.5 and -80.6 dBm and the background noise level was
between -85.0 and -87.4 dBm. When the resistors were ﬁxed to the terminal blocks
of the laser housings, the crosstalk signal increased to between -51.8 and -55.5 dBm.
This additional crosstalk due to the signal cables from the NTC resistors to the
measurement circuits was further investigated. The measurements were repeated at
the lowest possible control frequency of 100 Hz from the signal generator indicating
an insigniﬁcant crosstalk being between -76.2 and -81.6 dBm when the cables were
properly shielded. The normal maximum control frequencies used are < 10 Hz in
which case the crosstalk would be undetectable.
Four laser diodes at wavelengths 760, 785, 830, and 850 nm and with the output
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powers of 20, 55, 40, and 60 mW respectively were selected for the new source
system [100]. Two wavelengths are HbO2-sensitive and two HbR-sensitive. Longer
wavelengths were not considered because the sensitivity of the cathode material of
our PMTs strongly decreases with increasing wavelength. On the other hand, high-
power (≥ 20 mW) laser diodes at wavelengths below 760 nm were not found at a
reasonable price. The outputs of the laser diodes were coupled with an eﬃciency
of 80 – 85% to the MEMS switch using commercial translators and collimation and
focusing optics (Thorlabs, Inc.). As a ﬁnal tuning, the output powers (12.6 − 17.5
mW), the DC currents, and the RF powers were balanced between the laser diodes,
the ﬁnal modulation depths being between 72 - 87 %. The output powers of the
diodes were maximized and balanced so that none of them exceeded 20 mW, which
is still considered safe for lasers in research use [28].
3.4.3 Encasing the system
The new source system was encased in a standard 3U rack case (see Fig. 3.4). The
Fiber coupling systems
Temperature stabilizers 1x4 MEMS switchSpace for
source switch
Figure 3.4: Photograph of the four-wavelength source system. Space in the front
section of the case was reserved for a source switch.
four stabilizer circuits were ﬁxed on the sides of the case enabling a proper grounding
and relatively easy access to all terminal blocks of the boards. Four ﬁber-coupling
systems with the laser diode housings were located in a row in the middle of the
case so that the lasers can be collimated in their ﬁnal places. The supply voltages
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were delivered through a single three terminal ±15-V connector and regulated when
needed for the diﬀerent components inside the case. The wavelength switch was
located in the front section of the case.
3.5 Arranging the instrument into a cabinet
For measurements outside the laboratory it was necessary that the system be portable




Figure 3.5: The FD instrument a) and b) before and c) after the modiﬁcation.
The diﬀerent parts were arranged in a standard 19 inch Eurorack cabinet at the
beginning of year 2005. A centralized power supply system was realized by replac-
ing laboratory power supplies with high quality DC supplies with a Eurocard rack
mounting (Delta Elektronika BV 75 SX 15-15). Attempts were made to retain the
relatively easy serviceability of diﬀerent parts of the instrument. After the modi-
ﬁcation the short-term repeatability of the instrument [Publication II, Fig. 5] was
veriﬁed to remain unchanged.
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3.6 Detector and source ﬁbers for multimodal brain studies
A technique enabling the integration of the FD instrument with transcranial mag-
netic stimulation (TMS), magnetoencephalography (MEG) or MRI was to be de-
veloped. MEG and fMRI measurements are generally carried out in a magnetically
shielded room. Improperly shielded magnetic components inside a magnetically
shielded room may break a MEG instrument or cause safety risks in MRI [105]. In
contrast, TMS stimulation coil produces a relatively high magnetic ﬁeld (∼ 2 T) so
that magnetic materials cannot be attached to the surface of the subject’s head [106].
NIRS measurements simultaneously with MEG, fMRI or TMS are possible provided
that completely nonmagnetic NIRS terminals are used inside a magnetically shielded
room or with TMS. In addition, NIRS terminals on the subject’s head have to be
ﬁtted inside a MEG helmet, MRI head coil or under TMS coil. Thus the terminals
have to be small in size and preferentially attached tangentially to the head surface.
For such multimodal studies, 16 ten-meter long detector ﬁber bundles and 3 source
ﬁbers were purchased (Z-Light, Latvia). The active diameter of bundles is 2.5 mm.
They contain approximately 300 multimode ﬁbers with a 100-µm core and 110-µm
cladding diameter (e.g., Optran UV 100/110P ﬁbers). The numerical aperture of
ﬁbers is 0.22 and the bundle packing density is ∼ 75 %. The protective jacket was
made from a ﬂexible shrinkable black plastic. One end of the bundle is centralized
in a 35-mm long cylindrical terminal with a 5-mm diameter (Fig. 3.6). The source
ﬁbers include the same ﬁber material as the detector bundles.
5 mm
(a) (b)
Figure 3.6: a) Photograph of prism (circled) and cylindrical terminals of ﬁbers. b)
Close-up picture of the prism terminal with one of the faces pointing upwards.
The other end of the source ﬁber and the detector bundle contains a terminal with
a right angle micro prism (Lambda Research Optics, Inc.). The prism with 5-mm
faces makes it possible to attach the detector and source terminals tangentially to
an object surface. Both faces of the prism are covered with a multi-layer broadband
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anti-reﬂection coating with an average reﬂectance (Ravg) < 0.5% between 650 and
950 nm at 0 ◦. The reﬂecting face is covered with silver (Ravg > 80% between 650
and 950 nm at 0 ◦) to maximize the reﬂection and with the black sealing paint.
The height of the prism terminals is 5 mm, width 8 mm and length 18 mm. Both
terminals were made of a black Ertacetal C which is hard, stiﬀ and nonmagnetic
engineering plastic enabling precise machining.
The compatibility of new prism terminals was tested with TMS. No movement of
terminals was detected by eye when the terminal was located in the middle of a
ﬁgure-of-eight stimulation coil (Magstim 200, Magstim Co) while applying pulses
with a maximum intensity. TMS stimulation was, however, observed to magnetize
the terminal. Therefore, the terminal induced relatively large artifacts when it was
slowly swung close to the MEG detectors. The induced artifacts were reduced after a
careful demagnetization of the terminals. The magnetization was most likely caused
by the Epoxy used to glue the prism on the terminal [107]. In the next generation
terminals, non-magnetic glue should be used.
3.7 Other instrumentation
Techniques for hyper- and hypocapnia studies
A breathing system was constructed to induce cerebral blood ﬂow (CBF) changes
by varying the carbon-dioxide (CO2) content of inhaled and exhaled air. This was
possible because CO2 is a major regulator of CBF in the human brain [108]. The
system consists of a gas bottle with a mixture of oxygen (21 %), CO2 (8 %), and
nitrogen (71 %), a manually adjustable rotameter to control the gas ﬂow, a breathing
mask with tubing to deliver the gas, and connectors to the gas module [100]. In the
hypercapnia measurements of Publication IV, the hypercapnia was induced using
gas-ﬂow level of 6.0±1.0 l/min. In Publication VI, two diﬀerent ﬂow levels (1.8±0.3
and 7.2±0.4 l/min) were used.
An AS/3 patient monitoring system (Instrumentarium, Finland) was used. It con-
tains a gas module to measure gas exchange parameters such as a capnogram with an
end-tidal CO2 (ETCO2) and a spirometer to measure additional respiratory param-
eters. A hemodynamic module measures the HR using three electrocardiography
(ECG) electrodes in the shoulders and in the left hip. It also includes a ﬁnger-
attached pulse oximeter to measure SaO2. For data transfer, a S/5 Collect software
(Instrumentarium, Finland) having the capability to transfer about 150 trend pa-
rameters or digitized signal waveforms to PC was used. For these measurements,
the most important reference parameters were ETCO2, HR, and SaO2 [100].
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In Publication III a standard capnogram monitor (Normocap 200, Datex, Finland)
was used to continuously monitor the CO2 content of expiratory air.
Sleep-monitoring system
A standard sleep measurement facility was set up for natural sleep studies ([Publica-
tion III] and Subsect. 4.2). Polysomnography was used to record electrical activity
and the sleep stages of the subject. The data were recorded using an ambulatory
device (Embla, Flaga hf. Medical Devices, Iceland) containing a four-channel EEG
(C4-A1, O2-A1, C3-A2, and O1-A2), a single-channel electromyography (EMG)
for measuring muscle activity on the jaw, and a single-channel electro-oculography
(EOG) for detecting eye movements. A single-channel ECG (electrodes on right and
left arm) measures the HR and a pulse oximeter, attached to the subject’s index
ﬁnger, measures the SaO2. A codec (DivX 5.1, DivX, Inc.) was used to capture
video images from a standard monitoring camera into the PC to register subject’s
head movements.
Movement sensor
Motion artifacts are often harmful and set limitations for all medical imaging modal-
ities [109–111]. Even though NIRS is not the most vulnerable method for the mo-
tion artifacts, they can still seriously complicate the acquisition of NIRS data as
well [112, 113]. To avoid such problems, a two-axis inclinometer chip (SCA100T,
VTI Technologies Oy, Finland) was included in our NIRS measurement setup to
detect the subject’s head movements [Publication IV]. First a laboratory-made solu-
tion was applied. A similar prototype detector was also developed by GE Healthcare
Finland partly in parallel with us. Afterwards, this GE’s sensor has also been used
in our measurement setup.
NIRO-300 oxygenation monitor
A NIRO 300 (Hamamatsu Photonics K.K., Japan) NIRS monitor was applied to
study newborn lambs ([Publication V] and Subsect. 4.4). These measurements were
carried out in Lund University in Sweden. The NIRO 300 is an easily portable
bedside monitor consisting of display (∼ 390 × 250 × 340 mm) and measurement
(∼ 140 × 255 × 85 mm) units with some cabling. It uses four sequentially pulsed
laser diodes (775, 813, 853, and 910 nm) as light sources. Our version of the in-
strument has a single channel. Light is delivered to tissue using an optical ﬁber
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and detected using 3 parallelly integrated photodiodes (PD) which can be attached
directly to the tissue surface using a probe holder and double-sided adhesive tape.
The measurement probe provides either a 4- or a 5-cm measurement distance.





, and the redox-state changes of Cyto-Ox simultaneously with the
tissue oxygenation index (TOI). The TOI is a ratio of [HbO2] and [totHb] given as
a percentage in analogy with SaO2. However, TOI indicates mostly venous blood
oxygen saturation instead of that due to arterial blood [7, 43]
The concentration changes are calculated in NIRO 300 using the modiﬁed Beer-
Lambert law (Eq. 2.2). To determine quantitative changes, a constant value for
the diﬀerential pathlength factor (DPF) was taken from the literature. The TOI
value is calculated in the monitor using spatially resolved spectroscopy [50]. The
attenuation of intensity signals at the three PDs as a function of distance from
the source is utilized. The derivation of TOI starts from a solution of diﬀuse re-
ﬂectance in a homogeneous scattering medium in a half-space geometry [114]. With
a few approximations and using an experimentally derived model for the wavelength
dependency of tissue scattering coeﬃcient, the ratio of [HbO2] and [HbR] can be
derived [50, 115,116].
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4 Frequency-domain and multimodal brain studies
This section concentrates on the methods and ﬁndings of Publications III − V.
4.1 Hyperventilation and breath-holding study
This study summarizes the ﬁrst human brain monitoring measurements with our FD
instrument. Breath-holding and hyperventilation tasks were considered relatively
easy and safe ways to induce hemodynamic and oxygenation changes in the brain.
The principal purpose of the series was to test the sensitivity of the instrument
to detect hemodynamic changes in the human head. Furthermore, the eﬀects of
SDD and measurement wavelength on the IAC and φ signal contrast as well as the
frequency content of the IAC signals were investigated [Publication III].
Eight measurements were carried out on two subjects. The FD instrument at that
time contained only a single laser source and four detection channels. Three mea-
surements at 760 and 808 nm and two at 830 nm were carried out at the laser
power of approximately 4 mW. The laser source was manually changed between the
measurements. The IAC and φ data were recorded during a sequence containing
periods of rest (2 min), hyperventilation (2 min), rest (2 min), breath holding (2
min), and rest (2 min). The sequence was repeated once and the last rest period
was 4 min resulting in a total measurement time of 22 min. The source ﬁber and
the four detection bundles were attached to the left side of subject’s forehead close
to the hairline corresponding to SDDs of 2, 3, 4, and 5 cm. The ﬁber holder made
of thermoplastic was individually shaped for each subject before measurements.
4.1.1 Results
In these measurements, better contrast-to-noise ratio (CNR) was found from IAC
than from φ data. The physiological interpretation of IAC signals is also more
straightforward so that they were selected for further analyses. It was further no-
ticed that both contrast and noise content increased with the SDD [Publication III,
Figs. 4 and 5]. The diﬀerent measurement wavelengths were found to reﬂect diﬀer-
ent physiological phenomena. The decrease in CBF during hyperventilation tends
to decrease the [HbO2], which was detectable at the HbO2-sensitive wavelength of
830 nm. Breath holding increases cerebral blood volume (CBV) and induces hy-
poxia which increases [HbR]. This eﬀect was clearly detected at the HbR-sensitive
wavelength of 760 nm [Publication III, Fig. 6]. The 2-min breath holding induced a
nearly 50% decrease in these 760-nm signals at the SDD of 5 cm.
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The frequency content of the amplitude signals was investigated with the power
spectra. The time variations of the frequency components were analysed with spec-
trograms. Two dominant frequency components were found in each measurement.
One component at 1 Hz was induced by the blood pulsation, especially in arterial
compartments. Another strong component was found at very-low frequencies (VLF,
0.01 – 0.03 Hz). The physiological background of these oscillations is still somewhat
controversial even though their existence has been veriﬁed by other measurement
techniques as well [117,118]. One possible explanation is circulatory autoregulation
where small arteries ﬂuctuate rhythmically causing slow vasomotions [119]. Our
results support this theory because the VLF oscillations (VLFO) were clearer at
HbO2- than at HbR-sensitive wavelengths.
4.2 Natural sleep study
In modern countries, sleep disorders have become a common problem which aﬀects
the quality of life of an increasing number of people. Typical clinical techniques to
quantify sleep and its disorders are personal interviews, questionnaires based on the
patient’s own observations, video or actigraphy recordings and bioelectrical mea-
surements such as EEG [120–124]. Actigraphy measures the patient’s movements
and EEG the changes in electrical activity in the human brain. Polysomnography
is a widely used multimodal sleep research technique, which consists of EEG, EOG,
and EMG [120, 121]. Often also ECG and a pulse-oximeter are included to record
global circulatory parameters such as changes in HR and SaO2. However, a method
to directly monitor local hemodynamic changes in the brain is missing from the
clinically used sleep research techniques.
During natural sleep, various physiologically and neurologically interesting processes
change the electrical activity of the brain [125]. It has been shown that natural sleep
aﬀects CBF and the cerebral metabolic rate of oxygen (CMRO2) [126]. In disorders
like sleep apnea, decrease in cerebral oxygenation and CBF may even lead to life-
threatening consequences [120].
The interest of our research group towards multimodal monitoring, especially dur-
ing anaesthesia and intensive care, was a main motivation for these natural sleep
studies. Combined NIRS and EEG sleep studies could be carried out in a normal
laboratory environment and they can provide a useful information for further mon-
itoring studies. In fact it turned out that the detection of hemodynamic changes
during sleep became an interesting research topic by itself [Publication III].
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Materials and methods
A preliminary study was carried out to test the ability of the four-channel FD
instrument to detect hemodynamic changes in the human brain during natural sleep.
The series consisted of six recordings on two volunteers. One measurement was done
at a single wavelength (808 nm) and the others at two wavelengths (760 and 808
nm) controlled by a DiCon prism switch (see Subsect. 3.4).
As in hyperventilation and breath-holding studies, a similar laser power and posi-
tioning of ﬁber holder with the same SDDs were used. In the ﬁrst two measurements,
the ﬁbers touched the subject’s skin and in the others, they were ﬁxed approximately
1.2 mm above the skin. During ∼ 1.5 – 2.5-hour measurement, the subject lay in
bed. The night before the measurement the subjects were asked to sleep some 2 to
3 hours less than normally to help them fall asleep for the measurement. The sub-
jects were woken up at the end of recording. The ethics committee of the hospital
approved the study plan.
As the reference method, polysomnography was used to classify the sleep stages of
the subject (see Subsect. 3.7). The polysomnographic data were analysed by a pro-
fessional neurophysiologist with the help of a semi-automatic classiﬁer (Somnolog-
ica, Flaga hf. Medical Devices, Iceland) and following the Rechtschaﬀen and Kales
rules [127]. The sleep stages were classiﬁed into six diﬀerent categories: awake, sleep
stages 1−4 (S1−S4), and the rapid eye movement (REM) sleep and into movement
time (MT).
The low-frequency changes in single-wavelength IAC data were enhanced by low-pass
ﬁltering and down-sampling the signals. For the dual-wavelength measurements,
the wavelengths were switched at the frequency of ∼ 1 Hz. The IAC data at both
wavelengths were separately averaged over the pulses and temporally aligned. The
[HbO2] and [HbR] were calculated from the IAC signals using the modiﬁed Beer
Lambert law (Eq. 2.2). The DPF values were taken from the literature [73, 128]
because the FD instrument was not calibrated for these measurements.
4.2.1 Results
The single-wavelength IAC signals correlated well with the changes in the sleep stages
[Publication III, Fig. 9]. The measurement was primarily sensitive to changes in the
CBV at 808 nm. During the falling-asleep period, the amplitude signal increases
indicating a decrease in the CBV. Correspondingly, during the waking-up period,
the CBV increased decreasing the optical signal. Both the heart rate and the SaO2
decreased during the sleep periods as well.
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Figure 4.1: Data from dual-wavelength natural sleep measurement. The optical
signals were measured using the SDD of 3 cm. The ∆[HbO2] and ∆[HbR] signals
were low-pass ﬁltered using a time constant of 15 s to emphasize the slow changes
in the signals. (Modiﬁed from Publication III)
increases and the [HbR] decreases during the two awakening periods around 16:58:00
and 17:08:00. The increase in the [HbO2] is larger than the decrease in the [HbR]
indicating an increase in CBF during awakening if CMRO2 is assumed to stay con-
stant. Changes in the HR are also detected during the awakening transitions.
4.3 Simultaneous NIRS and EEG measurements of the eﬀects
of baseline blood ﬂow changes on visually evoked responses
EEG is a traditional technique to study the post-synaptic activity of neurons in
the human brain [23]. In spite of its versatile applicability in human brain studies
such as in the detection of epilepsy, EEG does not directly measure the cerebral
hemodynamic and oxygenation changes. The neuronal and vascular processes in
the brain are linked together by the so-called neurovascular coupling [33, 34].
Here, a method is introduced to study the system level neurovascular coupling by
simultaneous NIRS and EEG measurements [Publication IV]. An integrated EEG-
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NIRS helmet was implemented for these measurements. The main objective of this
study was to investigate plausible relationships between the changes in baseline
blood ﬂow and the visually evoked hemodynamic and neuronal responses.
In addition to NIRS, only fMRI provides a comparable temporal resolution to study
the time courses of hemodynamic responses non-invasively [40–42]. It is, however,
technically more challenging to combine EEG with fMRI than with NIRS [129–131].
Some simultaneous NIRS and EEG measurements have already been reported [132–
140, Publication IV]. This was the ﬁrst study where the whole-head EEG and
multi-channel NIRS were combined.
4.3.1 Materials and methods
For this study three volunteers were measured, and one of them (Subject 1) was
measured twice. In the ﬁrst session of Subject 1, a radial half-ﬁeld pattern-reversed
checkerboard stimulus was used. In all other measurements, 16-ms rectangular full-
ﬁeld checkerboard (24x32 cm) ﬂashes were presented on a normal computer monitor.
The stimulus blocks were ∼ 5-s long with an inter-stimulus interval of ∼ 0.5 s so
that each block contained ten ﬂashes or pattern reverses. The stimulus blocks were
separated by ∼ 25-s rest blocks. Each subject participated in four visual activation
measurements, two during normo- and hypocapnia and two during normo- and hy-
percapnia. The measurement sets were counterbalanced so that two measurements
started with 4-min normocapnia and the other two with 4-min hypo- or hypercap-
nia periods in a random order. Hyperventilation was used to induce hypocapnia.
Hypercapnia was produced by breathing CO2-enriched air (see Subsect. 3.7). The
study plan was approved by the ethics committee of the hospital.
The current conﬁguration of our FD instrument including the new source system
(see Sect. 3.4) was used in this study. Two wavelengths (760 and 830 nm) with ∼
12 and 16 mW of output powers were applied. EEG signals were recorded using a
60 channel system compatible with TMS [141]. Multiple EEG channels enable us
to localize the strongest visually evoked activity.
The optode holders were integrated into the EEG cap to make simultaneous mea-
surements of optical and EEG responses possible (Fig. 4.2). One source ﬁber and
eight detection bundles were placed on both left and right hemispheres above the
visual cortex at three diﬀerent SDDs (∼ 35, 42, and 55 mm).
After preprocessing, the sampling frequency was ∼ 6.2 Hz for the optical signals.
The signals from the closest source only were further analysed resulting in eight
active detectors from both hemispheres. The data at diﬀerent wavelengths were
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Figure 4.2: a) The positions of the 60 EEG electrodes, the 2 source optodes (yellow
crosses), and the 16 detection optodes (numbered yellow circles). The locations
of some electrodes from the International 10-20 electrode placement system are
also shown. b) Photograph of the measurement setup. A movement sensor (see
Subsect. 3.7) was also taped on the top of subject’s head. (From Publication IV)
temporally aligned and the [HbO2] and [HbR] signals were calculated using again the
modiﬁed Beer-Lambert law (Eq. 2.2). Values from literature were used for the DPFs
[73,128]. Baseline changes in [HbO2] and [HbR] due to hypo- and hypercapnia were
investigated by low-pass ﬁltering the signals (f−3dB = 0.0166Hz). Before further
averaging, the baseline changes were subtracted from the signals and the signals
were again low-pass ﬁltered (f−3dB = 0.5Hz) to suppress the pulse component and
other high-frequency interferences. The [HbO2] and [HbR] responses were averaged
using a window with a ∼ 5-s pre-stimulus interval and a total length of ∼ 35 s. The
signals during normocapnia and hypo- or hypercapnia were processed separately
resulting in eight responses altogether for each average from each data set.
The EEG epochs with clear artifacts were rejected. The averaging window started
70 ms before each stimulus and had a total length of 470 ms. The averages were low-
pass ﬁltered (f−3 dB = 40Hz). The stimulus blocks were divided into normocapnia
and hypo- or hypercapnia intervals so that 80 epochs at maximum were averaged
during each condition.
4.3.2 Results
The analyses of baseline changes during hyperventilation reveal similar decreases
in [HbO2] in all channels indicating a global decrease in CBF due to hypocapnia.
During the recovery period, [HbO2] increases close to its initial level. The changes
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in [HbO2] are small during the normal breathing period. When CO2 enriched air
is breathed, CBF increases and the changes in [HbO2] are opposite to those during
hypocapnic periods.
Hemodynamic responses evoked by the visual stimuli could be detected in all the
16 measurements. Channels 8 and 9 always provided the strongest responses [Pub-
lication IV, Fig. 5]. The [HbO2] typically increases and [HbR] decreases during a
response showing similar temporal behaviours to those reported in previous stud-
ies [37, 41]. The response peaks within 6 − 12 s after the stimulus onset and is
suppressed within 15 s. The upper four channels (3 − 6) typically showed clearer
responses than the lower four channels (11 − 14). The SNR of the signals corre-
sponding to SDDs of 5.5 cm was too low to reveal responses reliably.
The eﬀects of hypo- and hypercapnia on the hemodynamic responses were easiest
to detect on channels 8 and 9 where the SNR of the NIRS responses were highest.
The interpretation was therefore focused on these channels (Figs. 4.3a-d and 4.4a-
d). The changes in the peak amplitudes and latencies of the HbO2 responses were
studied. During hypocapnia, the peak amplitude of HbO2 responses decreased in
four and increased in one out of eight measurements. On the other hand the latency


















































Figure 4.3: Hemodynamic signals averaged over eight responses (Subject 2) during
normocapnia when (a) a hypocapnic period starts and (c) ends the measurement.
The responses during hypocapnia when (b) a hypocapnic period starts and (d) ends
the measurement. Red color represents [HbO2] and blue [HbR] signal. In each image
(a)-(d), the signals on the left are from channel 8 and right from channel 9. (From
Publication IV)
The hemodynamic responses during normocapnia and hypercapnia are shown in


















































Figure 4.4: Hemodynamic signals averaged over eight responses (Subject 3) during
normocapnia when (a) a hypercapnic period starts and (c) ends the measurement.
The responses during hypercapnia when (b) a hypercapnic period starts and (d)
ends the measurement. Red color represents [HbO2] and blue [HbR] signals. In
each image (a)-(d), the signals on the left are from channel 8 and right from channel
9. (From Publication IV)
in all except one measurement. The latency of HbO2 responses became longer in all
measurements during hypercapnia.
The visually evoked potentials (VEPs) were detected in all 16 measurements. The
strongest responses originated in the channels 48−50 and 54−60 located above the
visual cortex. The P100 component that arose ∼ 100 ms from the onset of stimulus
was observed in all these VEPs [142]. The eﬀects of hypo- and hypercapnia on
the peak amplitude and latency of VEP-P100 component were also studied. These
changes were typically easiest to detect in channels 58 and 60, which were selected
for further analyses.
The peak amplitudes increased in four and decreased in two measurements during
hypocapnia. The latency was shorter in six and longer in one hypocapnic measure-
ment. During hypercapnia, the peak amplitudes decreased in four and increased in
two measurements. The latency was shorter in ﬁve and longer in two hypercapnic
measurements.
4.4 Eﬀects of inhaled iloprost and additional nitric oxide on the
cerebral and other circulatory parameters of preterm lamb
The pulmonary vascular resistance decreases rapidly during a normal postnatal tran-
sition from fetal to neonatal circulation. Disturbances in this transition may lead
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to an elevated pulmonary arterial resistance resulting in a pulmonary hypertension
(PH), low oxygen delivery to tissue and peripheral hypoxia. Nitric oxide (NO) and
prostacyclin are one of the main endogenous pulmonary vasodilators [143]. Inhaled
NO (iNO) is a widely accepted therapy for PH in newborns [144]. Because iNO
is expensive and potentially toxic [145], it is important to study alternative pul-
monary vasodilators, one of which is the prostacyclin analogue iloprost. Only some
promising case reports exist on the circulation eﬀects of inhaled iloprost in newborn
infants [146–148].
For newborn lambs, hypoxia constricts the pulmonary vessels, inducing a condition
similar to the persistent PH in newborns [149]. The main objective of this study
was to test using a preterm lamb model [150] the eﬀects of inhaled iloprost on the
pulmonary and peripheral circulation including the cerebral hemodynamics moni-
tored using NIRS. Also an iNO treatment was used to assess its additional eﬀects
on parameters studied. The beneﬁts of NIRS to detect cerebral tissue oxygenation
and hemodynamic changes were tested in this multimodal monitoring setup.
4.4.1 Materials and methods
19 preterm lambs delivered by caesarean section were studied. The lambs were ran-
domized to iloprost or control groups. After the fetal head and neck were extracted,
the head was covered by a rubber glove to transiently preclude breathing. Catheters
were placed in the axillary artery and in the jugular vein for blood sampling. An
ultrasonic ﬂow probe was placed on the carotid artery. An endotracheal tube was
inserted by tracheotomy and surfactant was given. After delivery, the lamb was
weighed, moved to an incubator and an endotracheal tube was connected to the
ventilator.
With the help of ultrasound, the venous catheter was inserted into the right ventricle
to continuously monitor right ventricular pressure (RVP). Catheters were placed in
the umbilical vein and artery for postductal blood sampling. From preductal and
postductal blood samples, pH and blood gases were analysed. Three subcutaneous
electrodes were used to continuously record ECG. A temperature probe and the
NIRS probe of NIRO 300 (Subsect. 3.7) were attached to the scalp. A continuous
tail pulse-oximeter was used to register SaO2. Transthoracic echocardiography was
performed to measure blood ﬂow velocities in the aorta and proximal parts of the
coronary arteries using a Doppler ultrasound probe. From these data the cardiac
output was estimated.
After 60 min of stable ventilation, three 15-min iloprost doses in 15-min intervals
were given using a nebuliser connected to the ventilator tubing. For the control
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group, saline was administered. For the low dose group, the iloprost dose was
doubled for each inhalation, whereas for the high dose group, the last dose was ﬁve-
fold compared to that given for the low-dose group. An iNO dose of 40 ppm was
given to lambs of the high dose iloprost group and to ﬁve control lambs after 90 min
[Publication V, Fig. 1]. During iloprost treatment, all measurements were performed
in seven time points; just before and 15 min after the onset of each inhalation and
30 min after the last inhalation. The 90-min values were also used as the baseline
for iNO (before iNO) and the response values (during iNO) were recorded during
the next 10 min.
Before attaching the NIRS probe above the temporal lobe the fetal head was shaved
and cleaned. The longer SDD (5 cm) was preferred to maximize the contribution of
cerebral signal. The [HbO2], [HbR], and Cyto-Ox signals, and TOI were acquired
at 0.2 Hz sampling rate.
During iloprost treatment NIRS data were sampled at every 15 min simultaneously
with other parameters. NIRS signal artifacts were corrected using an algorithm.
To quantify the signals a DPF previously used for fetal lambs was utilized [151].
Concentration changes in [totHb] were also analysed. The original TOI signal was
normalized with its baseline value before the ﬁrst iloprost or saline inhalation, or
iNO to derive relative TOI values. The before iNO values were averaged in the
window between 4 and 2 min before the onset of iNO and the during iNO values in
the window between 8 and 10 min after the onset of iNO.
The preprocessing and statistical analyses were carried out in Matlab programming
environment (The MathWorks, Inc.) and with SPSS software (SPSS, Inc.).
4.4.2 Results
Statistical analyses revealed signiﬁcant diﬀerences between the groups between 0 and
60 min only in haemoglobin (p=0.021) and TOI (p=0.050). However, no signiﬁcant
diﬀerences between the groups in changes over time (0-60 min) were observed in
any parameters. It was also found that the third iloprost inhalation did not aﬀect
signiﬁcantly on physiological parameters.
The NIRS data obtained from the low and high iloprost groups were similar (Fig. 4.5).
From 45 to 90 min a signiﬁcant decrease (p<0.025) occurred in [HbO2] and in rel-
ative TOI in control lambs, whereas no such change was observed in the iloprost
treated lambs (Fig. 4.5). The [totHb] correlated signiﬁcantly (R2 = 0.14, p<0.001)
with haemoglobin values, whereas [HbO2] did not.









Figure 4.5: Eﬀect of inhaled iloprost (grey areas) on cerebral tissue oxygenation.◦ saline (n=10), × low iloprost (n=3), and • high iloprost (n=5) group. (A) A
decrease in [HbO2] and (C) in relative TOI (normalized unit, N.U.), and (B) an
increase in [HbR] occurred only in control lambs indicating the degrade of cerebral
oxygenation. The changes in [HbO2] and relative TOI from 45 to 90 min (solid thick
line) diﬀer signiﬁcantly (* p<0.025) between control and iloprost groups. (From
Publication V)
which was shown as signiﬁcant changes in several parameters. However, only RVP
decreased signiﬁcantly more (p<0.01) in iloprost than in saline pretreated lambs
[Publication V, Fig. 3]. [HbO2] increased and [HbR] decreased during iNO indicating












Figure 4.6: During iNO (A) the [HbO2] increased in control and iloprost groups
and (B) [HbR] decreased correspondingly (* p<0.05, ** p<0.01). (C) However,
TOI did not increase signiﬁcantly (◦ saline+iNO, n=4 and • iloprost+iNO, n=5).
(From Publication V)
34
5 Pathlength measurement in detection of source
coupling error in near-infrared spectroscopy on
human forehead
Currently there is no widely used method in NIRS to directly measure the quality
of coupling between source optode and tissue and thereby measurement reliabil-
ity. This is probably one of the reasons why NIRS methods have not been widely
accepted in clinical practice [10–12]. Previously, coupling errors have been compen-
sated in imaging experiments by using special reconstruction methods [152,153]. In
this study, the linearity of absolute φ, quasiabsolute IAC , and IDC in human forehead
measurements is analysed as a function of SDD. Previously, the linearity of these
variables has mainly been demonstrated in phantom studies [58,71,84–86,154–161].
The temporal information such as φ data in NIRS has been typically used in three
diﬀerent ways. The mean pathlength of photons in tissue can be determined from
φ data and used to quantify the concentration changes in tissue with the help of,
e.g., the modiﬁed Beer-Lambert law (Eq. 2.2). In frequency-resolved spectroscopy,
the φ data have been used to solve the DE analytically and to derive the estimates
of the absolute values of [HbO2] and [HbR] [4, 85, 86]. In optical tomography the
φ and IAC or IDC measurements are required for the reconstruction of the spatial
distributions of µa and µ
′
s independently [61, 93].
Based on φ data a novel approach to detect an incomplete source-to-tissue coupling
in a forehead measurement will be introduced. The eﬀects of a bad coupling on the
contrast and depth sensitivity of [HbO2] and [HbR] responses during hypercapnia
and hyperventilation are also investigated.
5.1 Instrumentation and data calibration
In this study, our FD instrument included the laser diodes at 760 and 830 nm, the
1×2 prism switch for wavelength selection and the 1×16 moving ﬁber switch for
selecting the source position (Subsect. 3.4 and [Publication II]). Two source ﬁbers
and ten detector bundles were attached on two parallel rows between ∼ 1−5 cm on
the right side of the forehead using a same individually shaped ﬁber holder for each
subject. In this special ﬁber holder, every other source and detector terminal had a
gap (∼ 1.6 mm) between the optode and tissue. Half of the optodes were thereby
pushed against the ﬁber holder material while the others made a contact with skin.
This arrangement made it possible to investigate the inﬂuence of non-contact optode
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on the FD measurement parameters.
To produce absolute φ and quasiabsolute IAC data the FD instrument was calibrated
using a three-step procedure [Publication II]. In the ﬁrst step, the eﬀects of HV
changes in PMTs on the φ and IAC signals were corrected at both wavelengths
using an independent phantom measurement. In the second step, the interchannel
variations of each source and detector channel were balanced against source 1 and
detector 1 [67]. Finally, the φ and IAC values between source 1 and detector 1 were
measured just before or after each measurement. For the IDC data, only HV changes
were compensated with the estimated gains of the PMTs. The data acquisition
cards of the FD instrument corresponding to detection channels 9 and 10 were not
precisely synchronized, which prevented exact φ calibration of these channels.
5.2 Study design
All measurements started with a 2-min rest period, during which the values for
the regression analyses were measured. This was followed by three 2-min periods
when the subject either breathed CO2 enriched air or hyperventilated resulting in
either hyper- or hypocapnia (Subsect. 3.7). After each breathing period, a 4-min
rest period followed so that the total measurement time was 20 min. Hypercapnia
increases the CBF elevating the [HbO2] and reducing the [HbR] provided that the
oxygen consumption stays constant. For hypocapnia the opposite happens.
Measurements were carried out on 10 volunteers, one of which was measured twice.
The subjects had two hypercapnia and two hyperventilation measurements in a ran-
dom order. Finally, 43 measurements were used for this study. When appropriate,
the results were analysed using paired (p1) or unpaired (p2) parametric or non-
parametric statistical tests. The ethics committee of Helsinki University Central
Hospital approved the study protocol and all the subjects signed a written consent
before the measurements.
5.3 Data preprocessing and linear regression of calibrated vari-
ables
The raw ln(IAC), φ and ln(IDC) data were calibrated, after which a phase wrap was
removed. Data at diﬀerent wavelengths and those corresponding diﬀerent sources
were averaged separately resulting in ∼ 0.47 Hz sampling rate for ﬁnal signals. The
inﬂuence of the small gap below some of the optodes on the φ signals was corrected.
To study the linearity of FD variables, the regression analyses were carried out using
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data averaged over the ﬁrst 2-min rest period. The IAC and IDC values were simply
linearized by taking the natural logarithm of them. In tissue or tissue-like materials
the FD measurement variables show nonlinear SDD dependence at SDDs < 20 mm
so that detection channels 1 and 6 were excluded from the analyses [128, 162, 163].
In addition, calibration could not be carried out for detection channels 9 and 10.
As a result, data from detection channels 2 − 5 and 7 − 8 corresponding to SDDs
between 2 and ∼ 5.1 cm were analyzed using linear regressions with least squares.
The diﬀerences in the calibrated φ, ln(IAC) and ln(IDC) values between diﬀerent
wavelengths and diﬀerent sources were tested. Because generally the values of all
parameters at diﬀerent SDDs diﬀer signiﬁcantly, the regression analyses were carried
out separately for data corresponding to diﬀerent sources and diﬀerent wavelengths.
For both sources and both wavelengths the coeﬃcients of determination (R2) for
ln(IAC) were on average ∼ 0.99 and for ln(IDC) ∼ 0.97 - 0.98. For the φ data the
R2 values were clearly smaller especially for the non-contact source 2 they were only
∼ 0.76.
5.4 A criterion to detect a low-quality measurement value
Because the calibrated variables tended to behave linearly, an assumption was made
that the values in all technically successful measurements should show a high lin-
earity as a function of SDD. The R2 parameter was chosen to represent the quality
of linearity. A R2 value of 0.95 corresponding to p = 0.001 of the statistical F-test
in a six sample regression analysis was selected to be the threshold.
An empirical criterion was derived to classify the calibrated data as good- and low-
quality values. First, all the measurements with a regression above the threshold
were selected. The mean values and STDs of slopes (bmean,s,l and bSTD,s,l) and y-
intercepts (imean,s,l and iSTD,s,l) of these measurements were determined separately
for each variable in each source (s) and at each wavelength (l). If an individual
value (ys,l) at a certain measurement distance SDD did not lie between the upper
and lower limits,
ys,l(SDD) ≥ (bmean,s,l − bSTD,s,l) · SDD + (imean,s,l − iSTD,s,l) and
ys,l(SDD) ≤ (bmean,s,l + bSTD,s,l) · SDD + (imean,s,l + iSTD,s,l), (5.1)
and it belonged to a set with regression below the threshold, it was classiﬁed as a
low-quality value. Otherwise it was classiﬁed as a good-quality value.
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The regression of classiﬁed variables
The classiﬁcation criterion was applied to ln(IAC), ln(IDC), and φ data. All the
ln(IAC) values were assigned to the good-quality class and only 2.6% of ln(IDC)
values were assigned to the low-quality class almost equally from both sources. The
criterion based on ln(IAC) or ln(IDC) data is therefore not able to detect possible
changes in a source-to-tissue coupling. However, 21.8% of the φ values were classiﬁed
as low-quality and 83% of them were from source 2. When the regression analyses
were carried out for the φ values corresponding to the good-quality measurements,
all the data sets had R2 > 0.95 and the mean R2 values of both sources at both
wavelengths were ∼ 0.99.
A light leakage caused by a coupling error
If the IAC and IDC data are divided into low- and good-quality classes according
to the classiﬁcation of φ data, signiﬁcantly higher (p2 < 0.05) ln(IAC) and ln(IDC)
levels were obtained in 9 out of 12 SD pairs for source 2. This ﬁnding indicates that
the low regression φ values are due to a light leak through the surface tissue. The
high sensitivity of regression of φ values to a leak from source to detectors can also
be simulated. If the same ln(IAC) bias is added to all otherwise linear values at
the diﬀerent SDDs, the regression of φ becomes worse but that of ln(IAC) remains
practically the same.
5.5 The eﬀects on the quality of physiological responses
The results of regression analyses were used to classify the [HbO2] and [HbR] re-
sponses to good- and low-quality classes. The concentration changes were estimated
from the ln(IAC) data using the modiﬁed Beer-Lambert law (Eq. 2.2). The DPFs
were derived assuming that the measured φ is directly proportional to the mean
pathlength of photons in tissue [58].
The detector channels 5 and 10 with the longest SDD have the longest partial
pathlength through the brain tissue [164]. Then the cerebral responses should be
most pronounced on those channels [100, 165, 166]. Because the calibrated φ data
were not available for detection channel 10, only detection channel 5 was chosen for
further analyses. All the [HbO2] and [HbR] signals showing clear movement artifacts
were rejected.
The light leak is assumed to take place only in the tissue surface, which does not
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contribute to the physiological changes induced by breathing exercises. The non-
leaking part of photons should propagate approximately through the same path as
the photons in measurements without a leak. Then in the estimation of [HbO2]
and [HbR] signals in measurements with bad coupling, the actually measured short
DPFs can be replaced with the mean DPFs of measurements without a leak.
Classiﬁcation of signals
If one or both wavelengths produced a low-quality φ value, that particular SD pair
was classiﬁed as low-quality. Diﬀerences were tested between measurements which
included only one low-quality SD pair. This made it possible to compare the low-
and good-quality SD pairs of same subject to each other removing the eﬀect of
intersubject variability on the results.
After classiﬁcation, in each of the 16 partly corrupted measurements, source 1 always
produced a good-quality and source 2 always a low-quality φ value. Because diﬀerent
sources sample somewhat diﬀerent spatial regions, all measurements with a good-
quality φ value from both sources were selected for reference purposes.
Parameters calculated from the physiological responses
If a measurement contains a low-quality calibrated φ value, the quality of phys-
iological responses is likely to be aﬀected as well. To test this assumption, four
parameters, contrast, noise level, CNR and area-under-the-curve (AUC) were calcu-
lated from the [HbO2] and [HbR] responses of channel 5 separately for both sources.
From each measurement three contrast, CNR and AUC values were calculated,
because each measurement included three responses. By reversing the sign of the
contrast, CNR and AUC values the hyperventilation parameters were combined with
the hypercapnia parameters. Only the responses having CNR > 1.5 were included
in the analyses. For AUC values, approximately the same number of responses was
included to the analyses as in the case of CNR and contrast. All four noise segments
from each measurement were utilized.
Comparison of parameters between groups
The mean values and STDs of each parameter were calculated using the measure-
ments of good- and low-quality groups and over the source 1 and source 2 groups
separately (see Table 5.1).
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Table 5.1: Signal features divided into the diﬀerent groups (good and low / source
1 and 2) using the φ classiﬁcation. The mean values and STDs over all parameters
of each group are given. (From Publication VI)
Contrast AUC Noise CNR
[HbO2]good 2.25 ± 1.89 ||, † 0.77 ± 0.53 ||, ‡ 0.65 ± 0.26 ||, ‡ 3.45 ± 2.62 ∗∗
[HbO2]low 1.57 ± 1.55 0.51 ± 0.45 0.55 ± 0.30 2.82 ± 2.27
[HbR]good 1.11 ± 0.46 ||,$ 0.42 ± 0.18 ∗∗, $ 0.35 ± 0.13 ||, † 3.31 ± 1.60 ||, ‡
[HbR]low 0.55 ± 0.49 0.26 ± 0.13 0.30 ± 0.13 1.78 ± 1.73
[HbO2]s1 3.00 ± 1.41 ∗ 0.88 ± 0.45 ∗∗ 0.94 ± 0.25 3.41 ± 1.84 ∗∗
[HbO2]s2 2.67 ± 1.43 0.77 ± 0.50 0.95 ± 0.23 3.03 ± 1.84
[HbR]s1 1.27 ± 0.48 ||, † 0.45 ± 0.14 ||, $ 0.49 ± 0.14 2.98 ± 1.35 ∗∗
[HbR]s2 0.97 ± 0.60 0.31 ± 0.21 0.48 ± 0.14 2.40 ± 1.53
∗p1 < 0.05, ∗∗p1 < 0.01, ||p1 < 0.001
†p2 < 0.05, ‡p2 < 0.01, $p2 < 0.001
The contrasts and AUCs of both [HbO2] and [HbR] signals were signiﬁcantly higher
in the good-quality than in the low-quality group. The values for these parameters
were also higher in the source 1 than source 2 group. The diﬀerences between the
source 1 and source 2 groups are smaller and not as signiﬁcant as between the low-
and good-quality groups. This means that part of the contrast and AUC diﬀerences
between groups are due to the fact that sources 1 and 2 probed spatially diﬀerent
volumes. However, if source 2 has a bad coupling, the contrast and AUC diﬀerences
increase.
Furthermore, the noise level of [HbO2] and [HbR] signals in the low-quality group is
smaller than in the good-quality group, whereas the noise levels are practically the
same in the source 1 and 2 groups. Because the leaking light has a low physiological
noise level, a light leak decreases the noise level. However, the additive leaking noise
component severely decreases the contrast.
The CNRs are clearly higher in the good-quality than in the low-quality group. On
the other hand, the CNRs are only slightly higher in the source 1 group compared to
the source 2 group. Thus if a source has bad coupling, also the CNR of physiological
responses decreases.
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5.6 The eﬀects on the depth sensitivity
A low-quality φ value is an indication that the light probes the surface tissue more
than it normally should. Therefore, such responses measured at SDDs ≥ 5 cm
should be similar to those measured at SDDs < 2 cm. This assumption was tested
by calculating the Pearson’s correlation coeﬃcients (CC) and standardized mean
squared errors (sMSE) of the [HbO2] or [HbR] signals from detector channels 5 and
1 separately for measurements containing low- and good-quality φ values. The CCs
were signiﬁcantly higher and sMSEs lower in the low-quality when compared to
the good-quality measurements for both [HbO2] and [HbR] signals. Therefore, the
signal waveforms obtained at diﬀerent SDDs resemble each other more in low-quality
measurements.
The good- and low-quality responses of channels 5 and 1 were also qualitatively com-
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Figure 5.1: Standardized [HbO2] signals from a) good- and b) low-quality hyper-
capnia measurements. Standardized [HbR] signal from c) good- and d) low-quality
hypercapnia measurements. The signals of detector channel 1 are presented with
a grey color and the signals of detector channel 5 with a black color. Thin lines
represent 95% conﬁdential intervals. The period of breathing exercise is indicated
with a light grey color (A.U. = arbitrary units). (From Publication VI)
shifted to zero and the responses were divided by their STDs to standardize their
waveform variations. The [HbO2] and [HbR] responses were averaged separately
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Figure 5.2: Standardized [HbO2] signals from a) good- and b) low-quality hy-
perventilation measurements. Standardized [HbR] signals from c) good- and d)
low-quality hyperventilation measurements. The signals of detector channel 1 are
presented with a grey color and the signals of detector channel 5 with a black color.
Thin lines represent 95% conﬁdential intervals. The period of breathing exercise is
indicated with a light grey color (A.U. = arbitrary units). (From Publication VI)
During hypercapnia, good-quality measurements at SDD ∼ 5 cm showed evident
increase in [HbO2] signals. At SDD ∼ 1 cm the eﬀect is not so clear. In addition, a
clear decrease in the [HbR] signals in good-quality measurements is seen at SDD ∼ 5
cm whereas at SDD ∼ 1 cm no changes are observed. In contrast, in the low-quality
φ measurements the responses at both SDDs are rather diﬃcult to distinguish from
the background noise without the prior information on breathing periods. During
hyperventilation, similar but even more evident diﬀerences between the responses




Our FD instrument is primarily developed for tomographic imaging. However, it
also provides an excellent SNR useful in quantitative NIRS at long (> 3 cm) SDDs.
The system is able to measure absolute values of ln(IAC) and φ with high accu-
racy and simultaneously acquire signals from multiple SD pairs at high sampling
rates which are necessary in functional studies of brain hemodynamics. Other to-
mographic instruments have not provided such combination with as good features
as our instrument [15–17,60, 68]. Our system has versatile applicability and higher
repeatability of IAC and φ measurements and a faster measurement time compared
to other published FD tomographic systems [60, 68]. Our FD instrument can also
be applied to absolute imaging studies [Publication II] whereas other tomography
systems have been mostly used for diﬀerence imaging [60, 66, 167, 168].
Preampliﬁers
16 IF preampliﬁers were implemented for the detection channels. Their noise lev-
els fulﬁlled the requirements. Any interchannel crosstalk was not observed. High
interchannel isolation is crucial in tomographic applications where the magnitude
of signals in the adjacent channels may diﬀer by several orders of magnitude. The
isolation of preampliﬁers to adjacent channels (> 98.1 dB) is suﬃcient in terms of
tomographic measurements as well.
However, the performance of preampliﬁers can still be further improved. A second-
generation IF ampliﬁer was recently implemented including a digitally adjustable
gain, a truly diﬀerential input stage using INA and an active ﬁlter of high qual-
ity factor [169]. These improvements further decreased the output noise level of
preampliﬁer to approximately one third of that of the current ampliﬁers.
A source system with four wavelengths
The FD instrument was further developed by implementing a four-wavelength source
system. The new MEMS switches make possible the multi-source and multi-wave-
length measurement of physiological processes at several Hz sampling frequency.
The wavelength switch did not induce any extra noise to measured signals. The
maximum interchannel leak in the switch is approximately -65 dB, and on average
it is below -80 dB. The present interchannel isolation level should be suﬃcient for
source multiplexing in tomographic applications if the optode positions are selected
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in such a way that the crosstalk would be minimized. Also a custom-made MEMS
switch possessing the required isolation across all channels might be possible to
implement.
The performance of the temperature stabilizers was tested at room temperature.
Temperature variations in the stabilized laser housings were ∼ 0.1-0.3 mK, which
ensures suﬃcient stability for the FD instrument. In addition, the new circuit has
several electrical and mechanical improvements over previous one.
Optode terminals for multimodal measurements
The detector and source ﬁbers with prism terminals have proven their usefulness
in several applications. They enable the attachment of optodes to the forehead of
the subject in the supine position. They seem to be also less sensitive to motion
artifacts than our cylindrical terminals. The prism terminals were successfully used
in the sleep study [170]. The terminals have also made it possible to implement a
bilateral TMS-EEG − NIRS measurement series [171].
6.2 Brain measurements
Hyperventilation and breath-holding studies
The IAC signals were shown to have larger contrasts and lower noise than the φ
signals. The CNR of the IAC signals also increased with increasing SDD. The noise
in these signals was mainly due to the relatively large measurement bandwidth which
could be straightforwardly reduced by low-pass ﬁltering. Physiological changes and
changes in measurement conditions limit the comparability of results at diﬀerent
wavelengths. In future measurements at diﬀerent wavelengths should be carried out
simultaneously.
Because a breath-holding exercise is a practical way to produce a large contrast in
NIRS signals, it has also been used to study, e.g., changes in cerebral hemodynamics
caused by ageing and by migraine [172, 173]. The hemodynamic changes caused by
breath holding and the reproducibility of these responses have also been studied
recently using fMRI [174].
The pulsating oscillations of optical signals have been utilized in a cerebral reﬂection
pulse-oximeter and for the estimation of the pulsatile component of CBF and CBV
[101, 175]. The SaO2 parameter is also needed for modeling the CMRO2 based on
NIRS data [176]. The frequency range of VLFO reported here is slightly lower
than those reported by other groups [117, 119,177,178]. These VLFOs may help in
44
the separation of NIRS signals originating from arterial and venous compartments
of blood circulation. Suppression of such VLFOs improves the CNR in optical
activation studies [119]. The temporal information of the oscillations might also be
helpful in tomographic modeling [179,180].
Similar hemodynamic oscillations, often known as the Mayer waves, can also be
detected with other techniques such as blood-pressure, heart-rate variability and
ultrasound measurements [118, 181, 182]. Multimodal setups may be helpful in in-
terpreting the oscillations of optical signals and revealing their physiological ori-
gin [183].
Natural sleep studies
NIRS provides a novel method to study sleep and its disorders such as sleep apnea
[96–98, 170, 184, 185]. In this study, changes in [HbO2] and [HbR] were detected
during the falling asleep and awakening periods in both single- and dual-wavelength
measurements. These changes occurred, however, synchronously with changes in
HR and SaO2. These reference parameters have not been utilized before in data
interpretation of other NIRS studies of natural sleep [96–98]. In future it would
be therefore important to study whether NIRS can measure local cerebral changes
which are not coupled with changes in systemic circulation. The multimodal setup
of this study, including an ECG and a pulse oximeter, provides an excellent starting
point for such studies. Recently a similar setup at the BioMag laboratory has been
employed in two over-night natural sleep series [170, 186].
We detected decreases in [HbO2] and increases in [HbR] during transitions from
awake state to sleep and opposite changes during awakenings. Somewhat contradic-
tory NIRS results have been reported by other groups [96–98]. In [98] no signiﬁcant
[HbO2] or [HbR] changes were detected in the frontal lobe during the transitions
from S1 to S2 or from S2 to S1. In [97] parallel changes in [HbO2] and [HbR] were
recorded during these transitions. Our results resemble most closely the results
reported in [96].
Coupling of visual NIRS and EEG responses with a baseline
blood ﬂow
The neurovascular coupling has been an intensive topic of research during the last
decade [21, 34]. A new technique was presented for the simultaneous measurement
of VEPs and hemodynamic responses using whole-head EEG and multi-channel
NIRS during normo-, hypo-, and hypercapnia. In other integrated NIRS and EEG
measurements, just a single or a few EEG electrodes and lower number of optodes
have been used [132–139,187]. Before this study, the visual stimulation was used only
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in one concomitant study [133] whereas afterwards several studies have employed
a visual stimulus [136–139]. In a couple of studies, NIRS responses have also been
recorded simultaneously with MEG [188, 189]. With a whole head EEG or MEG
and multi-channel NIRS, the localization of responses with the highest contrast is
possible. A similar setup has been recently used to study the linearity between the
hemodynamic responses and VEPs to diﬀerent stimulus lengths from 3 to 12 s [140].
The implemented NIRS-EEG helmet is also TMS compatible so that combined
TMS-EEG − NIRS measurements are possible [171].
In our study, the eﬀects of hypo- and hypercapnia on the hemodynamic responses
were investigated with NIRS for the ﬁrst time. Previous hypo- and hypercapnia
NIRS studies have measured only the baseline changes in [HbO2] and [HbR] [100,165,
190, 191]. Hypo- and hypercapnia were shown to generate consistent latency shifts
in visually evoked hemodynamic responses. Similar delays in BOLD responses have
been observed using fMRI [192]. The measurement setup of this study provides an
excellent starting point for further investigations of the unknown physiological origin
of these delays. During hypo- and hypercapnia the observed amplitude changes
of hemodynamic responses were not consistent and they may even be caused by
the combined eﬀect of latency changes and data averaging. The changes in the
peak amplitude and in the contrast of hemodynamic responses caused by hypo- and
hypercapnia have also been previously studied using fMRI [193].
The latency of VEP-P100 consistently decreased during hypocapnia. In previous
studies, a reduction [194, 195] as well as an increase of latency of VEP-P100 [196]
caused by hyperventilation have been reported. Furthermore, in some of our hy-
perventilation measurements, the increase of VEP-P100 amplitude was detected.
This eﬀect cannot be explained by averaging of VEPs with diﬀerent latencies. Also
during hypercapnia decreases in latencies and increases in VEP-P100 amplitudes
were observed but not consistently. The reason for these inconsistencies may be the
relatively small number of measurements.
Circulatory eﬀects of inhaled iloprost and iNO on preterm
lambs
The functional cerebral studies on newborn infants are one of the most attractive
brain measurement applications of NIRS [76, 78, 79, 88, 197]. Their popularity is
based especially on the safety of NIRS techniques.
In this work the beneﬁcial eﬀects of inhaled iloprost and iNO on the pulmonary and
systemic circulation of newborn lamb were studied using a multimodal monitoring
setup including a NIRS instrument. No signiﬁcant diﬀerences were observed be-
tween the medicated study group and the control group in pulmonary or systemic
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parameters during the entire iloprost treatment. However, the cerebral oxygenation
decreased gradually after the 45 min of monitoring of the control lambs whereas
for the iloprost treated lambs it remains practically constant. Furthermore, during
an additional iNO treatment, an evident improvement in oxygenation was detected
with several methods including NIRS. In RVP this change was signiﬁcantly larger
in the iloprost compared to the saline pretreated group. NIRS was shown to be a
promising non-invasive method for direct monitoring of cerebral oxygenation and
hemodynamic changes.
In these measurements carotid ﬂow (CF) was used to detect diﬀerences in a global
CBF between the groups. An increased CF and partial pressure of CO2 in the
iloprost lambs seem to improve the cerebral oxygenation [Publication V]. In contrast,
in the low iloprost group SaO2 showed low values especially at 90 min while the TOI
parameter revealed relatively stable cerebral oxygenation. These diﬀerences may be
explained, e.g., by the increase of oxygen extraction in the brain of low iloprost
lambs compared to the controls. Even though the cerebral oxygenation detected
using NIRS is signiﬁcantly improved during iNO, CF did not produce consistent
changes in either group. The [totHb] correlated signiﬁcantly with the haemoglobin
concentration measurement from blood samples during iloprost treatment indicating
that the global reduction of concentration of haemoglobin produces a decrease in
the cerebral concentration of haemoglobin which is detectable using NIRS. The new
parameter, the relative TOI, was proved to be useful when changes between the
groups were compared with respect to some arbitrary baseline values.
In this study, the movements and loosening of the measurement probe produced
some artifacts in signals even though the lamb was anaesthetized, kept as still as
possible and the probe was ﬁrmly attached. These artifacts are typical in NIRS
applications [112, 113]. Here signal post-processing methods were used to remove
such artifacts and generally improve the signal quality. The method to detect the
quality of source-to-tissue coupling [Publication VI] may help to reduce problems
arising from these kinds of artifacts in future.
6.3 Detection of source coupling errors
Linearity of FD measurement parameters
In NIRS measurements ln(IAC), ln(IDC) and φ should show a strong linearity as a
function of SDD at∼ 2−5.1 cm. The fraction of variance unexplained (FVU = 1-R2)
with the linear regression model should be ∼ 1.0% for all these variables [Publication
VI]. Such linearity has been shown both theoretically and experimentally in several
studies based on phantom data [58,84–86,154–161]. In some studies ln(SDD · IAC)
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and ln(SDD · IDC) rather than ln(IAC) and ln(IDC) have been shown to have linear
SDD dependence [84–86, 157, 160, 161]. Our data shows that the linearity degrades
from R2 = 0.992±0.007 to R2 = 0.990±0.008 when a regression is calculated using
ln(SDD · IAC) instead of ln(IAC) data [Publication VI].
In human studies, relatively constant DPF values have been measured on the fore-
head at SDDs > 2.5 cm [128]. The linear behaviour of mean pathlength at SDDs >
2 cm [92], as well as ln(IAC) and φ data [198] on the human forehead has also been
shown qualitatively.
Sensitivity of measurement parameters to coupling errors
If a source terminal has a loose contact to tissue, the regression of φ values can
clearly decrease. However, regressions of the ln(IAC) and ln(IDC) data are not as
sensitive to the source coupling errors as the regression of φ values. Previously the
slope of φ data has been shown to change more than the slope of ln(IAC) data if a
clear layer representing cerebrospinal ﬂuid (CSF) is immersed close to the surface
of otherwise homogeneous phantom [158]. Monte-Carlo simulations show that if the
scattering coeﬃcient of CSF is changed, large diﬀerences in pathlength values can
be observed in a multilayer head model [92]. In a recent study, the unrealistically
short DPFs (< 2) measured on the human forehead at SDD = 5.7 cm were reported
referring to errors between optodes and tissue [198].
In this study all the optode terminals were carefully attached on the forehead and
a bad source coupling was discovered only during data postprocessing. However,
53% of φ measurements of source 2 and 14% of source 1 provided a low-regression
at both wavelengths at SDDs ≥ 5 cm. Furthermore, the φ values were relatively
constant throughout a single study session.
A classiﬁcation criterion
A bad coupling between an optode and tissue can be detected using the criterion
introduced. Nonlinearity of FD variables have also been used to reject data in the
infant head measurements [88]. However, they used the same threshold (R2 < 0.97)
for all the optical raw data and did not report any diﬀerences between the linearity
of φ and ln(IAC) or ln(IDC) data.
Because the variations of slope values in the regression analyses of φ data were
rather small, the φ limits could be converted to nearly constant DPF limits. Thus a
simpler criterion could be derived to detect the coupling using the DPF values only.
This could open up the possibility to monitor the source coupling also with simpler
instrumentation than used in our study [199].
48
6.4 Closing remarks
The development of an accurate FD imaging device requires careful design and
implementation. Special emphasis should be placed on the development and testing
of instruments before transitions to large clinical trials. The applied studies in the
future will assess whether our FD instrument will facilitate the development of new
clinically useful NIRS applications.
The brain studies of this work showed the potential of the developed instrumentation
and the applied methods to reveal physiologically interesting information about the
human brain not detectable using other modalities. The hemodynamic oscillations
observed open up new ways to investigate novel physiological processes in tissue and
to develop parameters especially for long-term monitoring. When the hemodynamic
and oxygenation changes can be detected reproducibly, reliably and in a user-friendly
way from the human brain using NIRS techniques, they will provide considerable
clinical beneﬁts especially in infant studies and in the monitoring studies in operation
rooms and critical care units.
In this work, NIRS was used mostly as an independent method within the multi-
modal measurement setups. In the future, the signals from diﬀerent modalities will
probably be integrated using digital signal processing methods and new parameters
will be developed based on the data of several modalities. This development may
reveal new clinically useful information about complex physiological processes such
as from the neurovascular coupling. The reliability and repeatability of individual
measurement techniques can also be improved by utilizing multimodal approaches.
The developed method to detect problems in source-to-tissue coupling may prove
to be very useful in future studies. It may prevent the acquisition of unreliable
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